Facilitation of stent retention and retrieval with an emboli containment device.
A potential consequence of unsuccessful stent delivery is dislodgment of the stent from the delivery catheter resulting in embolization. Recently, an angioplasty guidewire incorporating a distal occlusion balloon (GuardWire) has become available. We describe how, when used for the prevention of distal embolization of atheromatous or thrombotic particles, this device may facilitate retention and retrieval of undeployed stents.